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Electronic contact lenses can be used for non-invasively monitoring vital human signs and medical 
parameters. However, maintaining a secure communications connection and a self-sustainable 
power source are still looming challenges. This paper demonstrates a proof of concept electronic 
contact lens that includes a spiral antenna with its wireless circuit unit for data telemetry, a rectifier 
circuit for power conditioning and a micro light emitting diode (µLED) as a load. The spiral 
antenna with its rectifying circuit was designed considering operation in the Industrial, Scientific 
and Medical (ISM) band of 2.4 GHz. The spiral coil with an inner diameter of 10 mm, an outer 
diameter of 12 mm and a wire width of 0.2 mm was fabricated on a donut-shaped flexible 
polyimide substarte. For biocompatibility purposes, Polyimide was used as the contact lens 
substrate and polydimethylsiloxane (PDMS) was used for encapsulation. A 3D-printed eye model 
was developed for accurately shaping the curvature of the PDMS-encapsulated contact lens. The 
reflection coefficient (S11) of the fabricated antenna was tested in different conditions and on an eye 
model to mimic the liquid condition of the human eye. In a wide range of conditions, a minimum of 
-20 dB reflection coefficient (S11) was obtained. The maximum antenna gain was -28 dBi and the 
contact lens satisfied the electromagnetic exposure safety limit of 1.6 W/kg for 1 g of tissue mass. 
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We also determined the wavelength dependence of the electronic contact lens on different lens 
thicknesses. Our results showed that the lens is transmissive in the visible part of the spectrum. 
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1. Introduction
Traditionally, contact lenses have been used for treating vision impairments such as myopia, 
hyperopia and astigmatism. More recently, electronic contact lenses have been considered as 
an effective non-invasive platform for detecting and diagnosing vital human signs, 
particularly for the detection of glucose levels in diabetic patients, as well as Glaucoma [1-5].
Thanks to the integration of biotechnology, information technology and microelectronics on 
the contact lens platform, various biosensors and electrochemical sensors have been 
developed on lenses for the detection of these biomarkers [6]. They have also been 
considered for protecting eyes from electromagnetic waves and dehydration, thereby reducing 
the risk of cataracts [7, 8]. These electronic lenses integrate microelectronics on a soft or hard 
substrate for different sensing purposes.
To ensure uninterrupted operation, energy supply to the electronic contact lens needs careful 
consideration. For example, Nasreldin et al has investigated the use of flexible batteries that 
are integrated on the lenses [9]. However, battery lifetime and replacement become an issue. 
Thus, scavenging energy using piezoelectric sensors have been proposed [10]. but have yet to 
be fully investigated in the literature. Consequently, wireless energy harvesting has been 
considered as an effective approach for contact lenses [1, 10-11]. Such electronic contact 
lenses [12] contain a power transfer unit, a read-out circuit (including the disease diagnosing 
sensor) and encapsulation to avoid direct contact between the electronic devices and the 
human eye. Such lenses were designed for testing blood glucose by using tears. With this non-
invasive method, the pain associated with traditional fingertip blood tests can be reduced and 
blood sugar levels can always be monitored. However, there is no efficient system for 
simultaneously powering and communicating the detected information on the lens.
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In comparison to other energy harvesting methods, Wireless Power Transfer (WPT) prevents 
damage to human tissue and eliminates the risk of infection, since there are no wires running 
through the skin or other autologous tissues [13-18]. As a non-radiative method, WPT is 
based on inductive power transfer between coils, where energy is transmitted through 
magnetic fields. Moreover, the WPT transmitter output power is constrained to 0.5–2𝑊 for 
smart contact lenses, which satisfies FDA regulations regarding the safe amount of power 
transfer without raising tissue temperature [19].  
 
Moreover, antenna design in electronic contact lenses is very important. Previous designs that 
relied on a serpentine structure [9] for power transfer and communications might impede 
eyesight, since the eyeball’s physical structure is not carefully considered. Therefore, our 
design was based on a spiral coil antenna, which was fabricated on a polyimide flexible 
substrate and encapsulated with PDMS [20]. Since antenna performance is affected by the 
proximity of other electronic components, the fabricated stretchable coil was tested in the 
presence of electronic circuits, which include the rectifier and the µLED. Our experimental 
results were compared with finite element simulations. Additionally, the performance of the 
fabricated contact lens was tested under various conditions that imitate a real eye environment. 
 
This paper is organized as follows: Section 2 provides an overview of the state-of-the-art in 
wireless electronic contact lenses. Section 3 introduces our methodology. Section 4 provides 
our fabrication process. The experimental and simulation results of the antenna S-parameters 
are presented in Section 5. Finally, concluding remarks are provided in Section 6. 
 
2. Recent Advances in Electronic Contact Lens 
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Advances in nanotechnology have made it technically feasible to put together electronic 
devices such as sensors, transmitters, amplifiers and even displays within the confines of 
standard-size contact lenses [21-25]. Delivering small amounts of power to these electronic 
components in a contact lens is a challenge. However, we believe that WPT technology can 
help achieve this goal. Electronic circuits depend on electricity, and even the most advanced 
micro- or nanoscale electronics require the least amount of power. however, delivering power 
to small devices based on contact lenses is not an easy task, especially conventional 
fabrication technology could not meet the requirement.  
 
WPT technology can be divided into Inductively Coupled Power Transfer (ICPT), Ultrasonic 
Power Transfer (UPT) and Capacitively Coupled Power Transfer (CCPT), which have all 
been used for powering various electronic devices on the human body. However, CCPT 
requires a capacitor and UPT needs an energy generator on the receiver side. Thus, both these 
technologies will add unnecessary thickness to our electronic contact lens, which will cause 
discomfort for the wearer. Thus, the simple design and high efficiency of ICPT (>20%) makes 
it ideal for implantable biomedical application [26, 27], especially for electronic contact 
lenses [28-33]. 
 
ICPT is a technology that relies on power transformation through magnetic field generated by 
inductively coupled coils. Moreover, the ICPT method can be divided into the two-coil and 
four-coil coupling technology. As the name implies, the four-coil ICPT contains two more 
power transferring units, which increases the impedance of the system. In other words, the 
four-coil ICPT receiver side contains two more coils in separate layers [34] compared to the 
two-coil system. For electronic contact lenses, the two-coil coupling ICPT is generally 
applied, and can achieve flexible adjustment by tuning the coil geometry or matching 
components to meet the resonant frequency with high transfer efficiency [35-37]. For 
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electronic contact lens antenna design, the uppermost mission is to transfer power without 
impeding vision, where the leading component is the pupil unit with maximum 8 mm 
diameter. In terms of the antenna shape, single loop modelling can achieve the expected 
power transfer in the most concise form, but they normally require external capacitance to 
accomplish impedance matching, which largely increases the lens thickness and contains 
extra components that burden the contact lens. Different antenna shape on contact lens varies 
from dipole antenna to stretchable S shape [38], besides the impedance matching issue, the 
antenna would be bare and coarse on human eye without proper encapsulation method. This 
work presents a self-tuned spiral-shaped antenna for electronic contact lens. Table 1 
illustrates a comparison of recent advances in electronic contact lenses.  Multiple shapes and 
geometries have been approached, such as single-loop, S-shape, dipole and spiral, in order to 
avoid blocking vision. Although the resonant frequency varies from 13.56MHz to 2.45GHz, 
most of the works require extra capacitors for tuning the resonant frequency, lacking proper 
encapsulation and the S11 performances are less satisfactory. However, this work presents a 
spiral shape antenna on an electronic contact lens, which is placed on top of a polyimide layer 
with an inner diameter of 8 mm and encapsulated with PDMS. Depending on the ambient 
lighting conditions, normal pupil size in adults varies from 2 to 8 mm and the amount of light 
transmitted through the pupil is proportional to its area. Consequently, we believe that such an 
antenna achieves the required contact lens comfortability without hindering the wearer’s 
vision.  
 
3. Methodology and Embedded Antenna 
For circular spiral antenna, the inductance of the antenna is a vital parameter which mainly 
relies on the geometry design. As Fig. 2(a) illustrates, the inductance relates to the circular 
spiral antenna line width 𝑤, fill-factor 𝛽, average turn diameter 𝑑���  and copper magnetic 
permeability 𝜇, shown as Eq. 1: 
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 𝐿������ =
𝜇𝑁�𝑑���
2
�ln �
2.46
𝛽
� + 0.2𝛽��, (1)  
where,  𝛽 = �����
�����
, 𝑑��� =
�
�
(𝑑 + 𝑑��) , 𝑑 = 𝑑�� + 2𝑁𝑤 + 2(𝑁 − 1)𝑠 , which predicts the 
inductance of antenna by the relationship of these geometry parameters.  
Based on equation (1), a spiral antenna can be designed using Archimedeans spiral theory, 
denoted as Eq. 2: 
 𝑟 = 𝑟� + 𝑎𝜙, (2) 
where, 𝑟� is the starting radius, 𝑎 is the growth rate of spiral, and 𝜙 denotes the angle or the 
arc value. A circular spiral antenna can be designed in High Frequency Structure Simulator 
(HFSS)  by connecting functionalized curved based lines, and the function is defined as Eq. 3: 
 𝑥(�) = 𝑟�𝑒�� cos(𝑡) 𝑎𝑛𝑑  𝑦(�) = 𝑟�𝑒��sin (𝑡), (3) 
 
From equation 3, the initial inner circular radius 𝑟� denotes the starting radius, which is set to 
4.8 mm, 𝑎 was set to 10 mm and the rotating end time was set to 6𝜋 to ensure the number of 
turns is 3. The inductive property of the antenna is related to the copper wire width, and the 
capacitive characteristic is determined by the inner gap distance. Impedance matching is the 
process of tuning these two parameters. Generally, the resonant frequency has a positive 
correlation with the copper wire width, and the antenna can achieve a lower frequency, since 
the start point is closer to the centre point, which would block the wearer’s vision. However, 
this impedance matching process is nonlinear, since the single variable method is not 
applicable to this spiral configuration. 
 
The line width of the antenna was set to 0.2 mm for easy fabrication. Since, in real condition, 
there are multiple layers inside human eyes, where different permittivities affect the 
performance of contact lens antenna. Thus, in simulation, an eye model was built to imitate 
the real condition for human eye as Fig. 2(b). Adult eye sphere diameter is normally 24 mm, 
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with 3 outer layers Sclera, Choroid, and Retina. The lens is inside the eye sphere and just 
behind the cornea with aqueous humour liquid in between.  However, it is formed as a 
nucleus shape with former convex curvature R = 10 mm, posterior convex curvature R = 6 
mm, and front to rear diameter of 5 mm. when building all those objects, their permeability, 
conductivity and density were assigned for imitate the real case under 2.4 GHz , as listed in 
Table 2. Before wrapping the antenna onto the eyeball model, a flat eyeball was designed for 
better contact between contact lens and the eyeball model, where the cornea and lens part 
inside human were considered as two cylinders with 7 mm thickness, 5 mm and 7.5 mm 
radius respectively, besides, the PDMS layer was designed as a cylinder as well on top of flat 
eyeball and touches the top surface perfectly. 
The contact lens geometry onto the eyeball surface was not achievable by applying “wrap 
sheet” function in HFSS since the top layer of the eyeball was not a regular shape. Thus, an 
object with the outer surface shape of contact lens was created so that a PDMS (permittivity, 
ɛr = 2.5) layer can be placed to touch the eyeball perfectly. PDMS acted as an encapsulation 
layer for the contact lens between the coil and the cornea. Polyimide (permittivity, ɛr = 3.5, 
loss tangent, tanδ = 0.008) was used as a substrate layer for the antenna. Commercially-
available contact lenses are often made with highly liquid Polyhydroxyethylmethacrylate 
(HEMA), which provides the ability to conform as a round hemispheroid automatically, when 
it contacts with the eyeball surface. However, fabricating copper coil on top of materials such 
as HEMA has been challenging, instead, polyimide could be a good choice as the substrate for 
laboratorial used electronic contact lens. In terms of the actual shape contacting the eyeball, 
the surface of the eye sphere where the area was exactly as the commercialized contact lens 
size, is detached as the PDMS shape, and a thickness of 100 µm was assigned as the substrate 
thickness, since it was the best way to imitate the form when it touches perfectly with the 
eyeball as Fig. 2(c) shows. The “projection tool” in HFSS was used to project the circular coil 
pattern onto the surface of the eyeball covered by PDMS layer, as shown in Fig. 2(d). 
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4. Fabrication, Moulding and Encapsulation 
The antenna was fabricated on a donut-shaped flexible and biocompatible polyimide substrate 
(Dupont Pyralux AP 8535R), with thickness of 0.0762 mm, an internal diameter of 8 mm and 
external diameter of 13 mm. The sizes was chosen according to the human pupil in the iris 
eye to avoid any obstructing vision. PDMS was used for encapsulation, since it is a highly 
biocompatible, flexible and highly transparent material that is now widely used in the 
fabrication of contact lenses and embedded medical equipment [39, 40]. To encapsulate the 
antenna with PDMS and to give the contact lens shape, a 3D-printed mould was formed. The 
steps that lead to the contact lens geometry and encapsulation is depicted in Fig. 3. The 3D-
printed mould in Fig. 3 consists of two parts. The bottom part consists of a base with an 
inward hemisphere of 14 mm in diameter and 2 mm in depth. The upper part is a duplicate, 
but with the hemisphere outward and 1.5 mm in depth which is designed to leave 0.5 mm for 
the contact lens.  One of the important steps before encapsulation is PDMS preparation. 
PDMS elastomer Sylgard 184 has been used for encapsulation. Sylgard 184 and curing agent 
was mixed to a ratio of 10:1 in a temporary container at room temperature for 5 minutes to 
prepare the PDMS [41, 42]. A vacuum desiccator was used to degas the solution. Then, 
PDMS was left to be prepared at room temperature for 10 minutes. This PDMS was then 
placed into the bottom mould and subsequently, the fabricated antenna with electronic 
components was placed into the mould. Finally, the encapsulation and shape of the contact 
lens were obtained by squeezing the antenna with the upper mould. After 19 hours of heating 
at 75℃, the final version of the device was obtained with both sides encapsulated and no 
bubble inside [43].  
As for lighting a µLED at the load side, a half-wave circuit was fabricated for testing the 
influence of the electronic components on the antenna performance, where the input signal 
was a 5V sinusoidal wave with a Schottky diode, a 1pF capacitator and a µLED. 
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5. Experimental Results 
Fig. 4(a) shows the schematic diagram of the experimental setup. To accurately mimic the 
human eye, Ocular Imaging Eye Model (OEMI-7) was used. This model includes natural 
surfaces of human eye including anterior chamber and crystalline lens. An Agilent E8362B 
Vector Network Analyzer (VNA) was used to measure the antenna performance (reflection 
coefficient), which has a frequency range from 10 MHz to 20 GHz.  For a projected contact 
lens antenna, the resonant frequencies are between 2 GHz to 3 GHz, regardless of wire width, 
gap or increment.  Thus, the expected verified tuning frequency should be 2.45 GHz within 2.4 
GHz to 2.5 GHz, where the antenna can transfer information back and forth in the ISM 
frequency band [44]. After multiple tries and parameter sweeping, the contact lens antenna on 
the eyeball was tuned to around 2.47 GHz resonant frequency.  
 
The fabricated electronic contact lens is shown in Fig. 4(b). The overall size of the contact lens 
is smaller than a British five-pence. It was tested under three scenarios, as shown in Fig. 4(d-f). 
The experimental results were compared with the simulated data shown in Fig. 5(a). Apart 
from using the OEMI-7 eye model, the reflection coefficient S11 of the fabricated antenna was 
also measured in hand and in saline solution. Generally, the simulated flat version of the 
contact lens antenna on a hand resonates at 2.45 GHz with S11 of -25 dB. In contrast, a curved 
contact lens antenna on eye model resonates at a slightly lower frequency. The curved antenna 
has a minimum of -10 dB bandwidth of 0.7 GHz (2.40 GHz- 2.47 GHz), thereby covering the 
entire ISM band. Furthermore, the influence of the other electronic components on the 
antenna performance was negligible. However, measured antenna performance in OEMI-7 
shifted to a higher frequency as shown in Fig. 5(a). This may be caused by the imperfect 
touch of the antenna with the eye model, which creates an air gap in between. Nonetheless, 
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the ocular imaging eye model OEMI-7 from Ocular Instruments only contains Vitreous 
Humour inside, which does not exactly mimic the simulated eyeball condition which may add 
to the measurement inaccuracy [45]. Limited by the real case equipment for practical 
measurement, the performance of the contact lens antenna was measured on hand tissue as 
well as on saline solution. Comparison among these results indicate that the measurement 
with hand was the closest condition with the simulation, as shown in Fig. 5(a) and indicating 
that the contact lens antenna resonates at 2.4 GHz with more than -12 dB return loss. On the 
hand, Due to the higher conductivity (lossy component), the resonant frequency of the contact 
lens is reduced in the saline solution, as shown in Fig. 5(a). 
To demonstrate that the PDMS encapsulated contact lens does not interfere with transmission 
of light or vision, different thickness of PDMS were chosen for light absorbance test by using 
the Ultrospec 9000 Spectrophotometer. This is a variable bandwidth, dual-beam UV-Visible 
spectrophotometer, which is European Pharmacopoeia compatible. The different thickness of 
PDMS was obtained by using different spin coating speed (w) while maintaining the spin time 
(t) as 150s. The formula for calculating the theoretical thickness is given below: 
 ℎ = �
3𝜇
4𝜌
�
1
𝑤√𝑡
 (4) 
where, h is the thickness of PDMS, 𝜇 is the viscosity of the cured PDMS and 𝜌 is the density 
of the PDMS [3, 46]. For example, using w = 500 rpm, t = 150s roughly gives thickness, h = 
400 µm. Consequently, three different PDMS thicknesses were obtained by using coating 
speed of 500, 750 and 1000 rpm, respectively. Each PDMS samples was attached to a 
spectrophotometer cuvette and measured against a reference cuvette. As illustrated in the 
absorption spectrum in Fig. 5(b), there was negligible light absorption in the visible spectrum 
(~ 380 nm to 740 nm) for all three tested PDMS thicknesses. This indicates that the PDMS 
layer was unlikely to impact on the quality of vision through the contact lens. It should be 
noted that, the peak below 350 nm in UV absorption was due to the glass support used. 
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To evaluate the safety of electromagnetic exposure of the contact lens antenna, the Specific 
Absorption Rate (SAR) distributions near eye of a realistic human model was calculated using 
HFSS and shown in Fig. 6(a). The SAR behaviour in the homogeneous human model was 
evaluated based on the simulation setup in Fig. 8. The contact lens with the antenna was 
placed in touch with the eye. The highest SAR value was concentrated in the eye nearest to 
the contact lens antenna and degrades rapidly toward the back of the eye. For a 0.1 W of 
transmitted power by the antenna, the maximum 1-g average SAR was 0.4 W/kg. The 
simulated SAR in HFSS was within the safety standard given by the IEEE. According to the 
IEEE, the 1- and 10-g SAR is limited to 1.6 and 2 W/Kg, respectively, for the implantable 
antenna system [47]. The evaluated transmitted power of 0.1 W was much higher than the 
required transmitter power (25 μW); therefore, SAR should not be a problem for the proposed 
electronic contact lens antenna under the IEEE safety regulations. 
 
In addition, the 3D radiation pattern of the electronic contact lens antenna is plotted in Fig. 6(b). 
The antenna achieves a maximum gain of -28 dBi radiated outward from the contact lens. The 
obtained gain was more than enough for data communication at a moderate range [48, 49]. As 
a result, the contact lens antenna can also be modified for wireless data communication 
purposes at 2.45 GHz.  
 
6. Conclusion  
In this paper, a proof-of-concept electronic contact lens with integrated antenna, circuits and 
µLED were designed, fabricated and encapsulated with PDMS material. The electronic 
contact lens was tested using a realistic eye model. The antenna was tuned in the 2.45 GHz 
ISM band and the antenna performance was simulated using HFSS. The proposed antenna 
was self-tuned without additional capacitor or inductor components. Antenna performance 
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was also checked by VNA under different conditions, such as in the palm of a hand, in water, 
on an eye model and in saline solution. Our results show that the curved antenna has a -10 dB 
bandwidth of 0.7 GHz. The maximum antenna gain was -28 dBi and the contact lens also 
satisfies the electromagnetic exposure safety limit. Different contact lens thicknesses were 
also tested. Our spectrophotometer results show that the PDMS material thickness is unlikely 
to impact the quality of vision. There are limitations to this work. For example, we have only 
used PDMS material. In future, we will extend this work by investigating other materials that 
are used in contact lenses, such as hydrogels. Moreover, we will investigate methods to 
simultaneously transfer data and power using in vivo experiments. This will enable us to track 
the lens’ performance in a real-world environment that involves dynamic movements. Hence, 
we will be able to follow the current trend of smart contact lenses, which are leaning towards 
smaller antenna sizes with high power transfer efficiency. Moreover, these lenses would need 
to be fabricated using materials that are more compatible with the human body. 
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LIST OF ACRONYMS 
CCPT Capacitively Coupled Power Transfer 
HEMA 
HFSS 
Polyhydroxyethylmethacrylate 
High Frequency Structure Simulator 
ICPT Inductively Coupled Power Transfer 
ISM Industrial, Scientific, and Medical 
OEMI Ocular Imaging Eye Model 
PDMS Polydimethylsiloxane 
UPT 
VNA 
Ultrasonic Power Transfer 
Vector Network Analyzer 
WPT Wireless Power Transfer 
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Figure 1. Conceptual schematic and fabricated version of the developed Electronic Contact 
Lens. 
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Figure 2. (a) Circular Spiral Antenna Design Dominating Parameters with rectifying circuit. 
Geometry of: (b) Eye Model, (c) PDMS encapsulated layer, (d) Contact Lens Antenna used 
for simulations in HFSS. 
  
(b) (a) 
(c) (d) 
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Figure 3. Contact lens mould top and bottom components design, fabrication and 
encapsulated Electronic Contact lens status before and after 3-D printed mould. 
  
 
Fig.  4. Contact lens mould design, fabrication and encapsulation steps 
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(a) 
(b) (c) 
Figure 4. (a) Schematic diagram of experimental setup with a realistic eye model. 
(b) Fabricated contact lens antenna size compared with a five pence (c) Contact lens antenna 
curved and encapsulated with PDMS layer. (d) Measurement on hand. (e) Measurement on 
water surface (f) Measurement on eye model. 
(d) (e) (f) 
23.59mm 
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Figure 5. (a) Measurements results compared to the simulation results. (b) Measurement of 
transmission of light through different thickness of PDMS encapsulation layers using a 
spectrophotometer. 
 
 
 
 
(a) 
(b) 
Ultrospec 9000 
Spectrophotometer 
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Figure 6. (a) SAR distributions near eye of a realistic human model. (b) 3D radiation pattern 
in Ansys HFSS simulation environment. 
 
 
 
 
Table 1. A comparison of recent advances in electronic contact lenses. 
 
 
 
 
 
 
 
WPT 
Method 
Antenna 
Shape 
Working 
frequency 
Matching 
Capacitor 
S11 
(dB) Encapsulation 
Antenna 
Dimension Ref. 
ICPT Single-turn loop 925 MHz 50 pF -13.5 N/A Coil diameter: 10mm [12] 
ICPT Stretchable S shape 551 MHz 1.8 pF N/A Parylene-C 
Coil diameter: 14mm  
Wire width: 70um [31] 
ICPT Spiral windings 13.56 MHz 750 pF N/A N/A 
Inner diameter: 10mm  
Outer diameter: 14mm [34] 
ICPT Dipole 850 MHz N/A -24 Medical tapes 
Arm width: 3mm   
Inner diameter: 8mm [1] 
ICPT Single Loop 13.56 MHz 4700 pF N/A N/A Loop Diameter: 12mm Wire diameter: 0.1mm [15] 
ICPT Spiral 2.45 GHz N/A -27 PDMS 
Inner diameter: 10mm 
Outer diameter:12mm 
Wire width: 0.2mm 
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Table 2.  Electromagnetic parameters of eye tissues under 2.4 GHz. 
 
Tissue Relative permittivity 𝝐𝒓 
Electrical 
conductivity 𝝈 (S/m) 
Density 
𝝆(kg/𝒎𝟑) 
Aqueous Humour 66.3 3.41 994 
Choroid 58.3 2.50 1050 
Cornea 51.7 2.26 1062 
Lens 34.0 1.06 1076 
Retina 49.0 1.77 1036 
Sclera 52.7 2.00 1032 
Vitreous Humour 68.2 2.44 1005 
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Electronic contact lenses can be used for non-invasively monitoring vital human signs and 
medical parameters. However, maintaining a secure communications connection and a self-
sustainable power source are still looming challenges.  In this paper, we demonstrate a proof 
of concept electronic contact lens that includes a wireless circuit unit with a spiral antenna for 
data telemetry, a rectifier circuit for power conditioning and a micro light emitting diode 
(µLED) as a load. The spiral antenna with its rectifying circuit was designed considering 
operation in the Industrial, Scientific and Medical (ISM) band of 2.4 GHz. In a wide range of 
conditions, a minimum of -20 dB reflection coefficient (S11) was obtained. The maximum 
antenna gain was -28 dBi and the contact lens satisfied the electromagnetic exposure safety 
limit of 1.6 W/kg for 1 g of tissue mass. 
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